[image: ][image: ][image: ][image: ][image: ][image: ][image: ]MAP 3




[image: ][image: ]Formula     	mass%	Atom%	Sigma	Net         	K ratio     	Line	
Acquisition Condition
Instrument     : IT100
Volt           : 10.00 kV
Current        : ---
Process Time   : T4
Live time      : 1228.80 sec.
Real Time      : 1232.68 sec.
DeadTime       : 0.00 %
Count Rate     : 51.00 CPS
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